[Study on mobile phone enabled wireless detection of saliva glucose].
In this study, based on the correlation between the blood and saliva glucose, we proposed and developed a new conceptual method of using mobile phone to measure wirelessly the glucose concentration in saliva. According to the experiments on simulated saliva, the new system could draw, display, store and carry out calculation on the correlation curves between saliva glucose and electrical parameters. This demonstrates the feasibility and bright future of the new technique.